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AVME 9440-I-L J3 Interface Wiring 331D
e *) Alpha 45470/25C cable
shutter white open 0
hnl:9440:¢0:0ut0 ) blk shutter A open +24 VDC —
X_l red shutter A open signal "FE shutter"
wht shutter A close +24 VDC (white)
grn shutter A close signal —
@—‘ *) org shutter B open +24 VDC —
shutter white close blu shutter B open signal "1st BL shutter"
hnl:9440:co:0utl  © \ ) brn shutter B close +24 VDC (mono)
yel shutter B close signal —
- Vi0 shutter C open +24 VDC —
- gry shutter C open signal "2nd BL shutter"
o— *) = pnk shutter C close +24 VDC (mono)
shutter mono open ) = tan shutter C close signal —
hnl:9440:c0:0ut2 \ () e red/grn  shutter D open +24 VDC —
«=m red/yel  shutter D open signal "3rd BL shutter"
== red/blk  shutter D close +24 VDC (mono)
e wht/blk  shutter D close signal —
@_‘ *) e wht/red shutter E open +24 VDC —
shutter mono close e wht/grn  shutter E open signal "4th BL shutter"
hnl:9440:c0:0ut3  ° \ ) «=m wht/yel  shutter E close +24 VDC (mono)
e Wht/blu  shutter E close signal —
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J3 digital output board for AVME 9440 Acromag . Pete R. Jemian, UNICAT, 2-0863
w1 Blue Remote Shutter Interface Cable ALPHA 45470/25C APS To actuate shutter, close the appropnate relay for FILENAME ) ) -
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When the PV goes to 1, change it back to 0 after TITLE
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